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Outstanding Features of 
CONSTRUCTION and OPERATION 


The following points of construction and operation of the 
FISCHER MODEL “DSP-20" Diagnostic, Shockproof, X-Ray 
Apparatus show its unquestioned superiority in its field. 
















9. pushes Quality Materials Used . 
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6, Small Installation Space Needed . . . 
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Cat, No. 
3644AB FISCHER Model “DSP-20" mounted on lead-lined cabinet with iron 
HERBA $700.00 


base, long upright, casters, X-Ray Tube and Electro-Synchrotimer 


3647AB FISCHER Model “DSP-20" mounted on lead-lined cabinet with tron 
base, long upright, carriages to ride on support under Roentgeno- 
graphic Table, X-Ray Tube and Electro-Synchrotimer 


3532 FISCHER Roentgenographic Table, as illustrated 
3535 FISCHER Roentgenographic Table and Synchrotimed Bucky 
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2323-2345 WABANSIA AVENUE, CHICAGO, ILLINOIS 








HERNI 715.00 
OIKOL 120.00 
ODSPO 370.00 
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